Objective: High-intensity focused ultrasound (HIFU) therapy can be used for non-invasive treatment of kidney (renal) cancer, but the clinical outcomes have been variable. In this study, the efficacy of renal HIFU therapy was studied using nonlinear acoustic and thermal simulations in three patients. Methods: The acoustic simulations were conducted with and without refraction in order to investigate its effect on the shape, size and pressure distribution at the focus. The values for the attenuation, sound speed, perfusion and thermal conductivity of the kidney were varied over the reported ranges to determine the effect of variability on heating. Furthermore, the phase aberration was studied in order to quantify the underlying phase shifts using a second order polynomial function. 
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Introduction
The incidence of kidney (renal) cancer has been growing at an annual rate of 2% with the vast majority of the cases being renal cell carcinomas (RCC) Luciani et al. (2000) ; Ljungberg et al. (2011); Ferlay et al. (2012) . In 2012 it was the 13 th most common cancer in the world Ferlay et al. (2012) with approximately 338,000 new cases diagnosed (214,000 in men and 124,000 in women), representing 2.4% of all cancers. In the same year approximately 143,000 people died due to the disease. The five-year survival rate of kidney cancer has been around 74% in recent years, but patients with advanced RCC have five-year survival rates of only 11-12% NCI (2016) . Early diagnosis as well as safe and effective therapy methods are therefore crucial for improving patient outcomes.
Improvements in diagnostic imaging modalities, such as ultrasound, magnetic resonance imaging (MRI) and computed tomography (CT), have benefited the early detection of kidney cancer, but effective treatment of the disease still remains a challenge. Typically kidney cancer is treated surgically, which is currently the only curative option available Van Poppel et al. (2011) , but it can lead to complications in as many as 19% of cases Gill et al. (2003) . Alternative, minimally invasive therapies such as cryotherapy Gill et al. (2005) and radiofrequency ablation Gervais et al. (2005) reduce the risk of complications and often result in shorter hospital stays. However, neither of these methods is completely non-invasive and therefore still present a risk of infection, seeding metastases and other complications.
High-intensity focused ultrasound (HIFU) is a non-invasive therapy method which does not require puncturing the skin and typically has minimal or no side-effects. In HIFU therapy, focused ultrasound beams are used to create a rapid temperature rise at the focal point, which results in irreversible tissue damage due to coagulative thermal necrosis Wall et al. (1999) ; Wright and Humphrey (2002) . HIFU therapy can be used clinically to treat cancerous tissue in kidney, but the oncological outcomes have been variable Wu et al. (2003) ; Illing et al. (2005) ; Marberger et al. (2005) ; Ritchie et al. (2010) .
Wu et al. Wu et al. (2003) demonstrated the feasibility of HIFU ablation of renal malignancies, all but one being RCC. A total of 13 patients were treated, of which 10 had partial ablation and three had complete tumour ablation. Illing et al. Illing et al. (2005) also tested the safety and feasibility of HIFU renal ablation in eight patients. Four of the treated patients had surgical resection of the kidney after the treatment, of which only one showed features of ablation. In addition, six patients had a MRI assessment of the response and ablation was demonstrated in four. Marberger et al. Marberger et al. (2005) presented a clinical phase II trial results of extracorporeal ablation of renal tumours with 16 treated patients. They found acute tissue necrosis Susani et al. (1992) in nine tumours exposed to the highest dose of ultrasound, but this only covered 15-35% of the targeted area. Ritchie et al. Ritchie et al. (2010) showed in a study of 15 patients that only three had more than half the tumour ablated and eight had no detectable signs of ablation.
The variable degree of efficacy in HIFU ablation of the kidney could be due to two reasons: limitations in the therapeutic HIFU system and the physical factors related to the human body. With respect to the therapy system, the diameter of the HIFU transducer has to be relatively large, typically above 10 cm in diameter, which allows the pre-focal ultrasound beam energy to be spread over a wider area. This reduces the pre-focal heating and the possible effect of shielding, particularly from the rib cage. In addition, large diameter transducers allow for greater focal lengths which are up to 15 cm, thus allowing the treatment of deep-lying organs such as the kidney. Due to the location of the kidney, the ultrasound frequency also needs to be low enough that the attenuation from intervening tissue layers does not remove much energy. Therefore, extracorporeal HIFU systems typically operate in the frequency range of 0.5-1.5 MHz to maximise the ultrasound penetration depth with high enough intensity ter Haar and Coussios (2007) .
In addition to the requirements for the HIFU system, the structure and acoustic properties of tissues in front of the transducer affect the efficacy of HIFU therapy. Due to the deep location of the kidney, several tissue layers, including skin, fat, muscle and soft tissue, lie in front the kidney. These layers will reduce the intensity of the ultrasound field due to attenuation.
The effect of attenuation might be particularly significant in the nonlinear case in which higher harmonic frequencies generated during HIFU therapy are more strongly attenuated. In addition to attenuation, the defocusing of ultrasound due to refraction and reflections at tissue interfaces might result in significant loss of HIFU energy in the target location. Kidneys are also highly perfused organs, which causes heat dissipation, and thus, reduced heating efficacy. Therefore, all the factors discussed above should be considered in order to achieve successful thermal ablation in the kidney.
The aim of this research was to investigate how the combined effect of attenuation, reflection and refraction of different tissue layers in front of the kidney affect the intensity and shape of the ultrasound field. This was done by performing nonlinear HIFU therapy simulations in segmented threedimensional CT datasets of three different patients. A preliminary study of acoustic simulations in a single patient has been published in Suomi et al. (2016) . After the acoustic simulations, the heating efficacy of HIFU therapy in the kidney was determined with thermal simulations. The acoustic and thermal parameters as well as the perfusion of the kidney were varied within their physiological limits in order to examine their effect on heating. In addition, an aberration study to examine the effect of tissue layers on phase shifts at the transducer face was conducted. These results provide a quantitative analysis of the factors affecting the overall efficacy of HIFU therapy of the kidney.
Computational model

Parallelised nonlinear ultrasound simulation model
The acoustic simulations were performed using the open-source k-Wave Toolbox Treeby et al. (2012) . This solves a set of coupled first-order partial difference equations based on the conservation laws and a phenomenological loss term that accounts for acoustic absorption with a frequency power law of the form α = α 0 ω y Treeby and Cox (2010) . The governing equations can be written as:
where p is the acoustic pressure, u and d are the acoustic particle velocity and displacement, ρ and ρ 0 are the acoustic and background density, c 0 is the isentropic sound speed, B/A is the nonlinearity parameter, and L is a loss operator accounting for acoustic absorption and dispersion that follows a frequency power law Treeby and Cox (2010) :
These expressions are equivalent to a generalised version of the Westervelt equation that accounts for second-order acoustic nonlinearity, power law acoustic absorption, and a heterogeneous distribution of material properties (sound speed, density, nonlinearity and absorption coefficient).
The governing equations were solved using a k-space pseudospectral method, where spatial gradients are calculated using the Fourier collocation spectral method, and time integration is performed using an explicit dispersioncorrected finite-difference scheme Tabei et al. (2002) . The model was implemented in C++ and optimised for distributed computing environments using the standard message passing interface (MPI) Jaros et al. (2015) . The 3-D domain was distributed across multiple cores using 1-D slab decomposition, and the MPI version of the FFTW library was used to perform the requisite Fourier transforms Frigo and Johnson (1998) .
Thermal simulation model
The thermal simulation model was constructed of a three-dimensional heat equation which took into account the nonlinear heating rate of the ultrasound field as well as the perfusion in the kidney. The coupled heat equation can be expressed as:
where T is the three-dimensional (x, y, z) temperature field, T 0 the initial condition (here T 0 = 37 • C); H is the heating rate; ρ, C, k and w are the density, specific heat capacity, thermal conductivity and perfusion with the subscripts 'k' and 'b' referring to kidney and blood, respectively. Because the simulated ultrasound fields were nonlinear, the heating rate was calculated using the harmonic components of the acoustic field according to the equation:
where c is the sound speed, α is the frequency dependent attenuation, f 0 is the sonication centre frequency, P n is the pressure of the harmonic component n and N is the number of harmonics (here N = 4). The pressure values of each harmonic component were obtained using the discrete Fourier transform (DFT) of the time-domain ultrasound waveforms at each spatial location.
The heat equation was solved using the alternating direction implicit (ADI) method Ames (1977) .
Simulations
Therapeutic high-intensity focused ultrasound simulations
The simulation geometries were derived using CT datasets of three different patients (see Figure 1 ). The patients were of different size with peri-nephric fat, subcutaneous fat and soft tissue in front of the kidney ranging between 0.4-1.6 cm, 1.8-2.6 cm and 3.0-5.0 cm, respectively. Thresholds were used to automatically segment the datasets into bone, fat and other soft tissue after which the kidneys were segmented manually. The medium outside the patients was segmented as water. Typical values reported by Mast Mast Similar geometries targeting the lower part of left kidney were used for patients 2 and 3. Table 1 ).
The HIFU transducer was modelled on a clinical system (Model JC200, Haifu, Chongqing, China) with an annular transmitting surface of outer diameter 20 cm, inner hole diameter 6 cm, operating frequency 0.95 MHz and focal length 14.5 cm Ritchie et al. (2013) . The transducer was positioned so that the geometric focal point of the transducer (the white cross in Figures   1(a) -(c)) was located in the bottom part of the left kidney. This was done in order to avoid the ribs which would otherwise cause significant pressure losses during sonication due to strong reflection.
A reference simulation was carried out in water and two additional simulations for each patient: (i) with all tissue properties varying; and (ii) constant sound speed in all tissues to remove refraction, but all other properties varying. Four additional simulations for patient 1 were conducted by changing the attenuation and sound speed of the kidney by ±0.24 dB/cm and ±10 m/s, respectively, which correspond to ±2 standard deviations (SD) based on 30 kidney samples in humans Turnbull et al. (1989) .
Before performing the actual simulations, several convergence simulations were conducted in order to find the optimal grid size and temporal resolution. The computational grid consisted of 1200 × 1200 × 1200 grid points were conducted using the computing facilities provided by advanced research computing (ARC) at the University of Oxford Richards (2016) . For data analysis, the time-domain waveforms and the peak pressures were saved in a three-dimensional grid around the focal point in each case. In addition, axial, sagittal and coronal slices of the ultrasound field over the whole spatial domain were saved.
Thermal simulations
Thermal simulations were conducted in Matlab (R2015b, MathWorks Inc, Natick, MA, USA) using the nonlinear ultrasound fields from the acoustic simulations. The simulations were run for each patient in the kidney with the parameters presented in Table 2 Hasgall et al. (2015); Roberts et al. (1995) . The thermal conductivity, perfusion rate of the kidney medulla and cortex in patient 1 were also changed by ±0.04 W/m/K, ±8.3 kg/m 3 /s and ±18.3 kg/m 3 /s, respectively, which correspond to a ±2 SD change Hasgall (2015); Roberts et al. (1995) . This was done in addition to the acoustic simulations in patient 1 which already included changing the attenuation and sound speed of the kidney. The thermal simulations were conducted in a 2 cm × 2 cm × 2 cm spatial domain around the target focal point (i.e., in the kidney) with a fixed temperature (Dirichlet) boundary condition of 37
• C on the edges. Each sonication was conducted for 120 seconds which was followed by a 10-second cooling period. The evolution of the maximum temperature was recorded throughout the whole duration of the simulation.
Furthermore, the temperature and cumulative equivalent minutes at 43
, which is a measure of thermal dose Sapareto and Dewey (1984) , over the whole domain at the end of the cooling period were saved.
Results
Ultrasound waveforms in time and frequency domain
Figure 2(a) shows time domain waveforms at the location of the global peak pressure in water and kidney for the three different patients including refraction. The individual peak pressures and spatial peak-temporal average intensity I SPTA values for each case are also listed in Table 3 . In water the peak pressure was 14.49 MPa with a corresponding I SPTA of 4116 W/cm 2 .
In all patients, the mean peak pressure was 3.50 MPa which corresponds
to an approximately 76% drop in pressure amplitude. The range was from 3.33 to 3.66 MPa, which suggests that there is not much difference in the outcome between the three different patients. Similarly, the I SPTA in patients dropped to an average value of 318 W/cm 2 , which corresponds to a 92% or an 11.1 dB drop. The range varied from 283 to 346 W/cm 2 , which shows an 11% variation around the mean, suggesting that heating should not vary dramatically across patients.
When no refraction effects were included in the simulations, the peak pressure and I SPTA increased in all three patients, with an average value of 6.46 MPa (i.e., a 55% drop in amplitude), which is approximately twice show a low magnitude second harmonic while the third and fourth harmonics are barely visible. These data suggest that for this HIFU system nonlinearity does not play a major role in heating.
Ultrasound pressure fields This effect was observed in all three patients and the offsets are given in Table 3 . On average the shifts were observed to be 2.1 mm in the axial and ent focal volume and the others as child volumes. The parent focal volume lengths and widths are presented in Table 3 for all three patients. In the case of patient 1 in Figure 4 (a), it can be seen that the focal region consists of five focal volumes with the largest (i.e., the parent) being approximately 11.4 mm in length and 1.8 mm in width. The corresponding values were observed to be 9.5 and 1.4 mm in patient 2 and 7.3 and 1.2 mm in patient 3.
On average the parent focal size was 9.4 mm in length and 1.5 mm in width. In the 50-60% pressure region, the cumulative size of child voxels was approximately 28% of the parent focal point in patient 1. In patient 2 the same value was 23% while in patient 3 a considerably higher value of 81% was observed. This is also apparent from Figure 4 (c), where the sizes of the child volumes are large compared to the parent focal volume. In the 60-70% pressure bin, the cumulative size of the child voxels was 13% in patient 1 and 9% in patient 3. However, patient 2 had no voxels in the child volumes above 60% of the global peak pressure, which can also be seen as a lower degree of splitting in Figure 4 (b). At even higher pressures, at 70-80% of the global peak pressure, only patient 1 had voxels in the child volumes, with a cumulative size of approximately 5% of the parent focal point. Above 80% of the global peak pressure none of the patients had voxels in child regions.
The total volumes of the child regions with respect to the parent regions were 46%, 23% and 90% for patients 1-3, respectively. In other words, patient 3 had the highest degree of focal splitting. These data suggest that undesired heating effects might occur at child focal points due to focal point splitting.
Temperature evolution and thermal dose
The evolution of the maximum temperature during a 120-second sonication in the three patients with and without refraction are shown in Figures 6(a) and (b), respectively. For the simulations with refraction (see Figure   6 (a)), the temperature evolution in patients 1 and 2 follow similar trends with respective peak temperatures of 46.0 and 45.9
• C at the end of the sonication. In patient 3, however, the peak temperature is 43.5
• C, a 28% decrease in temperature elevation (from 37 • C) compared to the other two patients. This is most likely due to the higher degree of focal splitting. On average the peak temperature at the end of the sonication was 45.1 • C when refraction was included (see Table 4 for summary). * simulation without refraction effects when refraction was neglected. On average the peak temperature at the end of the sonication was 54.7
• C, which is approximately 10 • C higher than with refraction, i.e., a doubling in the temperature rise.
The change in peak temperature, however, is not the complete story when it comes to thermal ablation. Treatment is desired over a volume and the location and the extent of the volume is important. Figures 7(a) -(c) show the 240 CEM 43 • C isosurfaces for each sonication both with (red) and without (yellow) refraction. It can be seen that adding refraction decreased the treated volume significantly (to zero for patient 3) and resulted in shifts of the volume away from the target. Not only are the volumes significantly larger when refraction is absent, they are also evenly located around the target focal point. The size differences are also apparent when comparing the values in Table 4 . On average the thermal dose volume with refraction was 3.0 mm 3 . Without refraction the average volume was 91.2 mm 3 which is 30 times larger. Therefore, it is evident that focal point splitting is significantly affecting the creation of thermal dose in the kidney. Table 4 gives numerical data for the changes in temperature and location of the thermal simulations. The average shifts in the peak temperature were 1.9 mm in the axial and 2.1 mm in the radial directions with refraction.
These are comparable to the corresponding shifts in the peak pressure of 2.1 mm and 1.4 mm. Without refraction the shifts were reduced to 1.4 mm and 0.4 mm again comparable to the 1.2 mm and 0.3 mm shifts in the peak pressure locations.
Tissue property variability
The evolution of the maximum temperature, when changing the attenuation, sound speed, perfusion and thermal conductivity of the kidney by The decrease in attenuation results in a slightly higher peak temperature of 46.6 • C. These changes are relatively small because the total loss due to attenuation of tissue layers in the ultrasound pathway is the main factor reducing the intensity while the penetration depth in the kidney is short.
When the sound speed is changed by ±10 m/s (see Figure 8 (b)), no significant differences in the peak temperature are seen. This suggests that the changes in sound speed of the kidney do not result in significant differences in focal point splitting. The primary source of splitting must therefore be caused by the compounded effects of refraction from all the tissue layers in front of the transducer. 
Phase aberration
The simulations suggest that refraction has a dramatic effect on the desired heating in the kidney. The effects of refraction can be mitigated by adjusting the phase of the source using the principle of time-reversal Fink (1992) . Using this technique, the aberration simulations were conducted with the same transducer positions, acoustic parameters and tissue parameters as in the ultrasound pressure simulations, but in a reverse manner. In this case, the therapeutic transducer was used as a receiver and an acoustic point pressure source was placed at the geometric focus of the transducer (i.e., inside the kidney of the patient). The acoustic point source was set to transmit a continuous wave at 0.95 MHz. The simulations were run using a com-putational grid of 640 × 640 × 640 grid points which supported harmonic frequencies up to 2 MHz. PMLs were used on the edges of the grid. The temporal resolution of the simulations was set to 15.99 ns which gave 17329 time steps per simulation with 277 µs simulation duration. The simulations were run using 320 computing cores with an average wall-clock time of 5.5
hours per simulation.
For data analysis, three cycles of the ultrasound pressure waveforms at the surface of the therapeutic transducer were saved for each grid point. The phase shifts of these ultrasound pressure waveforms were then calculated using the DFT at the fundamental frequency (0.95 MHz) and projected on the transducer plane for visualisation. The phase shifts were then unwrapped using a two-dimensional phase unwrapping algorithm Goldstein et al. (1988) ; Ghiglia and Pritt (1998) phase shifts for patients 1-3, respectively. The therapeutic transducer was used as a receiver for an acoustic point source located at the geometric focus. In order to quantify the phase shifts on the transducer face, a second order polynomial function was fitted to the unwrapped phase data in the form:
ϕ(x, z) (radians) = p 00 + p 10 x + p 01 z
where ϕ is the phase shift at the spatial location (x, z); and p 00 -p 02 are the fitting parameters with the corresponding subscripts. The areas of horizontal artifacts were included in the fits due to their relatively small size with respect to the transducer face. The second order polynomial fits to the unwrapped phase data according to are shown in Figures 9(g)-(i) for patients 1-3, respectively. The polynomial fitting parameters together with the corresponding coefficients of determination R 2 are shown in Table 5 . In all three patients, the second order polynomial function represents the underlying spatial phase shifts with R 2 ≥ 0.83.
Discussion
In this study acoustic and thermal simulations in the kidney have been carried out using realistic patient models. In the acoustic simulations the I SPTA in the kidney dropped by 11.1 dB (92%) relative to water, due to a combination of attenuation and refraction. Simulations in the absence of refraction resulted in a 6.4 dB (77%) drop in the I SPTA , which can be attributed to attenuation. This implies that refraction accounts for the 4.7 dB difference. In the simulations performed here all the fat in body was segmented into one region and a uniform attenuation of 0.48 dB/cm Mast (2000) was applied. Ritchie et al. Ritchie et al. (2013) measured the attenuation of peri-nephric fat (which surrounds the kidney) and found it to be significantly higher: 1.36 dB/cm. We estimate that incorporating higher values in the peri-nephric regions would result in an extra 0.35 to 1.41 dB of loss as the thickness of peri-nephric fat was approximately 0.4-1.6 cm. This would mean a modest increase in the importance of attenuation on intensity drop but the most significant attenuation losses would still be due to subcutaneous fat and soft tissue in front of the kidney whose thickness were approximately 1.8-2.6 and 3.0-5.0 cm, respectively.
Other potential mechanisms of energy loss should be minimal for the scenarios considered here. The rib cage was avoided by the careful placement of the transducer. Transmission coefficients at tissue interfaces were estimated using plane wave coefficients and found to be: water-fat 99.84%, fat-soft tissue 99.29%, soft tissue-fat 99.29% and fat-kidney 99.41%. For all the interfaces the estimated intensity transmission is 97.85% which corresponds to a loss of less than 0.1 dB. This is consistent with the findings by Damianou Damianou (2004) , who studied the penetration of HIFU in rabbit kidney in vivo. They found the ultrasound penetration through muscle-kidney and fat-kidney interfaces to be excellent in a situation where no air bubbles were present. They did report strong reflections only in the case where air spaces existed in between these interfaces, something not included in the model and not anticipated clinically.
The effect of refraction was shown to be important in: (i) reducing the focal intensity, (ii) shifting the location of the focus and (iii) altering the spatial distribution of the intensity. In order to capture the refraction effects it was necessary to have a fully three-dimensional heterogeneous simulation Tolstoy (1996) . Focal shifting due to subcutaneous and peri-nephric fat was studied by Ritchie et al. Ritchie et al. (2013) This motivates monitoring temperature during HIFU treatment to ascertain where ablation occurs, using for example MRI.
In addition to shifting the focus refraction also resulted in the splitting of the focal volume into smaller, diffuse, volumes resulting in lower intensity and hence reduced temperature rises. When focal point splitting was present, the cumulative size of the child focal volumes were found to be between 23-90% of the parent volume. The highest degree of focal splitting was observed in patient 3, which also had the thickest layer of peri-nephric fat in front of the kidney (1.6 cm). This suggests that the thickness of peri-nephric fat can have a more significant effect on refraction rather than attenuation as suggested previously Ritchie et al. (2013) . The pressure distribution analysis in the child volumes also showed peak pressures reaching up to 80% of the global peak pressure, which suggest that heating in the child regions will be comparable to the parent volumes. Therefore, focal splitting could potentially cause heating of peripheral areas similarly to focal shifting. Skin heating might also occur if higher pressures are used to achieve greater heating efficacy. However, the use of higher pressures can possibly be avoided by using aberration correction to increase the efficacy of the therapy.
Thermal simulations confirmed the effect of focal splitting on heating patterns. For simulations without refraction the expected ellipsoidal elevated temperature region was observed in all three patients with comparable temperatures and thermal doses present in the target region. When refraction was included the increase in temperature dropped from 17 • C to less than 9
• C. In patients 1 and 2 the volume of tissue that exceed a thermal dose of 240 CEM 43 • C (a typical threshold for ablation) was reduced by a factor of 30 and the location was offset from the target by more than 2 mm. Notably patient 3, which showed the greatest focal splitting in the acoustic simula-tions, had a peak temperature rise of less than 7
• C and no tissue region had a thermal dose that exceeded 240 CEM 43 • C . These data suggest that refraction can dramatically reduce heating and that it can result in far more patient variability than attenuation. The later statement is not surprising if one recalls Snell's law to recognise that refraction is sensitive to the angle of incidence and therefore differences in patient geometry will affect refraction.
Inspired by time-reversal Fink (1992) , a strategy to mitigate the effects of refraction was investigated in which a virtual source was placed at the focus and the sound back propagated on to the source plane from which the phase was calculated. A relatively smooth variation in the phase across the transducer was observed which could be modelled by a second order polynomial. These data indicate that by controlling source phase the aberration can be corrected and so the intensity loss and focal splitting due to refraction could be minimised, for example, by using a phased array transducer.
The parameters for the phase were patient specific and therefore it would be necessary to do treatment planning calculations on a patient-by-patient basis. In this case a multi-element phased array HIFU transducer should be used Mougenot et al. (2012) . Furthermore, the optimal sizes, locations and number of source elements in a phased array transducer should be specified in order to account for aberration effects and grating lobes Dupenloup et al. (1996) . However, the determination of these parameters is beyond the scope of this study, but should be considered in the future research.
Variability in the acoustic and thermal fields would also be expected due to variations in the tissue parameters and therefore simulations were carried out in which the attenuation, sound speed, perfusion and thermal conductiv-ity of the kidney were changed over their physiological range Roberts et al. (1995) ; Turnbull et al. (1989); Hasgall et al. (2015) . Attenuation, thermal conductivity and sound speed were all found to have little effect on the results; although only values in the kidney were changed and variations in other layers could have a more significant effect particularly sound speed given the patient sensitivity to refraction. In comparison, changes in perfusion resulted in a relatively large range of 6.4
• C in the peak temperatures depending on the tissue type (i.e., medulla or cortex), which is not surprising because perfusion is a local effect. Therefore, the therapy target location has a significant effect in heating efficacy in the kidney, which may mean that targets in the cortex are not effectively treated using HIFU therapy. These results are consistent with observations made by Chang et al. Chang et al. (2004) , who found the obstruction of the blood flow to increase the size of the created thermal lesions in kidneys. The effect of perfusion, and thermal diffusion thereof, can potentially be eliminated by using high intensities with sonication durations less than few seconds Billard et al. (1990) ; Chen et al. (1993) . However, due to high losses in the propagation to the kidney, this could lead to significant pre-focal heating and possible skin damage Watkin et al. (1996) .
Another phenomenon that has been shown to reduce the efficacy of renal HIFU therapy is respiratory movement Schwartz et al. (1994); Marberger et al. (2005) . The respiration-induced movement of kidneys has been shown to be approximately 16-17 mm in the craniocaudal direction (i.e., from head to feet) Bussels et al. (2003) , which is large compared to the radial size of the simulated focal points (∼1.5 mm). This effect was not incorporated in the simulation model, but could potentially result in significant reduction in heating efficiency and generation of unintended lesions caused by overheating of adjacent healthy tissue. In practice, this effect can be controlled using respiratory gating Muller et al. (2013) , but in this case the sonication durations have to be significantly shorter than used here.
Conclusions
The efficacy of HIFU therapy of the kidney was investigated with fully three-dimensional acoustic and thermal simulations in three different patients. The acoustic simulations showed that the intensity of the ultrasound field dropped on average by 11.1 dB and it was found that the intensity loss could be roughly divided equally between attenuation and refraction. Reflections due to tissue interfaces were estimated to be less than 0.1 dB and the rib cage was avoided by positioning of the transducer.
A key contribution of this work was quantifying the effect refraction has on: splitting of the focal zone, the thermal dose and shifting of the position of the focus. It was necessary for a 3-D model to quantify these effects as refraction is sensitive to the relative angles of the acoustic beam and sound speed gradients. Refraction resulted in a two-fold drop in peak temperature and a thirty-fold reduction in the ablated volume; but also produced large patient-to-patient variability with one patient having no ablation at all. This variability is consistent with that reported in clinical outcomes for kidney tumours. Biological variability of many properties in the kidney was considered and only perfusion was found to have a significant on heating.
The results reported here indicate that focal splitting to be a significant factor affecting the efficacy of HIFU treatment of kidney tumours. Backpropagation simulations suggested that patient-specific phase correction at the source should be able to mitigate the effects of refraction and also minimise patient-to-patient variability.
